
SECTION 3 

LINEARITY TESTS 



DIAGNOSTIC RESULT 

DataMaster DMT: 100169 
Location: 
Calibration Date: 08/10/2011 
Certification Date:08/10/2011 
Installation Date: 
Test Date: 08/11/2011 
Test Time: 08:00:19 

VERSIONS 
DMT: 1.00 
PIC: 2.06 
Modem: 2.1 
Questions: 2.0 
TEMPERATURES 

Sample Chamber = 48.9°C 
Breath Tube = 4 8.0°C 
D i g i t a l Sim = 0.0°C 

SETTINGS 
Lamp Voltage = 1.8 5 V 
Cooler Voltage = 1.92 V 
Bias Voltage = 80 V 
Chopper Freq = 529 Hz 
PUMP INFO 
Flow Rate = 5.218 L/M 

DETECTOR INFO 
PUMP ON 
MAX(V) -0.0085 
MIN(V) -0.0102 

OFF 
-0 . 0057 
-0.0073 

FILTER INFO 
F i l t e r 1 -0.007 Zero = true 
F i l t e r 2 0.324 Zero = true 
F i l t e r 3 0.593 Zero = true 

CALIBRATION CHECK 
Xq = 0.095 0.46% 

DMT Serial Number #100169 



ACCURACY & PRECISION REPORT 
STATE OF VERMONT 

D a t a M a t e r DMT: 1 0 0 1 6 9 

D a t e : 0 8 / 1 1 / 2 0 1 1 
T i m e : 0 8:06:09 

SUPERVISOR NAME: 
STEVEN R M E R R I L L 

SOLUTION LOT #: 1 1 - 3 8 - 0 2 0 
SOLUTION CONCENTRATION: 0.020 

BLANK TEST 0 .000 08 07 
C A L I B R A T I O N CHECK PASSED 08 07 
SIMULATOR VAPOR 33 7°C 0 .018 08 07 
SIMULATOR VAPOR 33 7°C 0 .019 0 8 08 
SIMULATOR VAPOR 33 7°C 0 .018 08 09 
SIMULATOR VAPOR 33 7°C 0 .019 08 10 
SIMULATOR VAPOR 33 7°C 0 .019 08 11 
SIMULATOR VAPOR 33 7°C 0 .019 08 12 
SIMULATOR VAPOR 33 7°C 0 .019 08 13 
SIMULATOR VAPOR 33 7°C 0 .019 08 14 
SIMULATOR VAPOR 33 7°C 0 .019 08 15 
SIMULATOR VAPOR 33 8°C 0 .019 08 16 
BLANK TEST 0 .000 08 17 

A v e r a g e = 0.018 
S t d D e v = 0.000 
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ACCURACY & PRECISION REPORT 
STATE OF VERMONT 

DataMater DMT: 10 0169 

Date: 08/11/2011 
Time: 08:25:56 

SUPERVISOR NAME: 
STEVEN R MERRILL 

SOLUTION LOT #: 12-02-080 
SOLUTION CONCENTRATION: 0.080 

BLANK TEST 0 000 08 26 
CALIBRATION CHECK PASSED 08 26 
SIMULATOR VAPOR 33 7°C 0 080 08 27 
SIMULATOR VAPOR 33 7°C 0 080 08 28 
SIMULATOR VAPOR 33 7°C 0 080 08 29 
SIMULATOR VAPOR 33 6°C 0 079 08 30 
SIMULATOR VAPOR 33 8°C 0 079 08 31 
SIMULATOR VAPOR 33 7°C 0 080 08 32 
SIMULATOR VAPOR 33 7°C 0 080 08 34 
SIMULATOR VAPOR 33 7°C 0 080 08 35 
SIMULATOR VAPOR 33 7°C 0 079 08 36 
SIMULATOR VAPOR 33 7°C 0 079 08 37 
BLANK TEST 0 000 08 38 

Average = 0.079 
S t d Dev = 0.000 
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ACCURACY & PRECISION REPORT 
STATE OF VERMONT 

D a t a M a t e r DMT: 1 0 0 1 6 9 

D a t e : 0 8 / 1 1 / 2 0 1 1 
T i m e : 0 8 : 4 2 : 4 6 

SUPERVISOR NAME: 
STEVEN R M E R R I L L 

SOLUTION LOT #: 1 2 - 0 3 - 1 6 0 
S OLUTION CONCENTRATION: 0.161 

BLANK TEST 0. .000 08: :43 
C A L I B R A T I O N CHECK PASSED 08: :43 
SIMULATOR VAPOR 33. ,7°C 0. .161 08: :44 
SIMULATOR VAPOR 33. ,7°C 0. .160 08: :45 
SIMULATOR VAPOR 33. ,6°C 0. .160 08 : : 46 
SIMULATOR VAPOR 33. ,6°C 0. .160 08: :47 
SIMULATOR VAPOR 33. ,6°C 0. .160 08: :48 
SIMULATOR VAPOR 33. ,6°C 0. .160 08: :50 
SIMULATOR VAPOR 33. ,7°C ' 0. .160 08 :51 
SIMULATOR VAPOR 33. ,6°C 0. .160 08: :52 
SIMULATOR VAPOR 33. ,6°C 0. .160 08: :53 
SIMULATOR VAPOR 33, ,7°C 0. .160 08: :54 
BLANK TEST 0. .000 08: :55 

A v e r a g e = 0.160 
S t d Dev = 0.000 
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A C C U R A C Y & P R E C I S I O N R E P O R T 

STATE OF VERMONT 

D a t a M a t e r DMT: 1 0 0 1 6 9 

D a t e : 0 8 / 1 1 / 2 0 1 1 
T i m e : 0 9 : 1 8 : 0 4 

SUPERVISOR NAME: 
STEVEN R M E R R I L L 

SOLUTION LOT #: 1 1 - 3 4 - 4 0 0 
SOLUTION CONCENTRATION: 0.400 

BLANK TEST 0. .000 09: :18 
C A L I B R A T I O N CHECK PASSED 09: : 19 
SIMULATOR VAPOR 33, ,7°C 0. .401 09: : 19 
SIMULATOR VAPOR 33 , ,7°C 0. .399 09: : 21 
SIMULATOR VAPOR 33 , .7°C 0, .398 09: :22 
SIMULATOR VAPOR 33, ,7°C 0, .398 09: :23 
SIMULATOR VAPOR 33. ,7°C 0, .397 09: :24 
SIMULATOR VAPOR 33, ,7°C 0. .398 09: :25 
SIMULATOR VAPOR 33. ,7°C 0. .397 09: :27 
SIMULATOR VAPOR 33, .7°C 0. .398 09: :28 
SIMULATOR VAPOR 33. ,6°C 0. .398 09: :29 
SIMULATOR VAPOR 33. ,6°C 0 , .397 09: :30 
BLANK TEST 0. .000 09: :31 

A v e r a g e = 0.398 
S t d D e v = 0.001 

fit* 
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DIAGNOSTIC RESULT 

DataMaster DMT: 100169 
Location: 
Calibration Date: 08/10/2011 
Certification Date: 08/10/2011 
Installation Date: 
Test Date: 08/11/2011 
Test Time: 13:38:49 

VERSIONS 
DMT: 1.00 
PIC: 2.06 
Modem: 2.1 
Questions: 2.0 

TEMPERATURES 
Sample Chamber = 49.0°C 
Breath Tube = 46.7°C 
D i g i t a l Sim = 33.8°C 

SETTINGS 
Lamp Voltage = 1.8 5 V 
Cooler Voltage = 1.92 V 
Bias Voltage = 80 V 
Chopper Freq = 529 H z 

PUMP INFO 
Flow Rate = 5.341 L/M 
DETECTOR INFO 
PUMP ON OFF 
MAX(V) 0.0059 0.0077 
MIN(V) 0.0039 0.0065 

FILTER INFO 
F i l t e r 1 0.007 Zero = true 
F i l t e r 2 0.336 Zero = true 
F i l t e r 3 0.614 Zero = true 
CALIBRATION CHECK 
Xq = 0.095 0.37% 

DMT Serial Number #100169 



A C C U R A C Y & P R E C I S I O N R E P O R T 

STATE OF VERMONT 

D a t a M a t e r DMT: 1 0 0 1 6 9 

D a t e : 0 8 / 1 1 / 2 0 1 1 
T i m e : 1 3 : 4 2 : 4 6 

SUPERVISOR NAME: 
STEVEN R M E R R I L L 

SOLUTION LOT #: 1 1 - 3 8 - 0 2 0 
SOLUTION CONCENTRATION: 0.020 

BLANK TEST 0.000 1 3 : 4 3 
C A L I B R A T I O N CHECK PASSED 1 3 : 4 3 
SIMULATOR VAPOR 33.7°C 0.019 13:44 
SIMULATOR VAPOR 33.8°C 0.019 1 3 : 4 5 
SIMULATOR VAPOR 33.7°C 0.019 1 3 : 4 6 
SIMULATOR VAPOR 33.8°C 0.019 13:47 
SIMULATOR VAPOR 33.7°C 0.019 13:48 
SIMULATOR VAPOR 33.8°C 0.019 1 3 : 4 9 
SIMULATOR VAPOR 33.7°C 0.019 13:50 
SIMULATOR VAPOR 33.8°C 0.019 1 3 : 5 1 
SIMULATOR VAPOR 33.7°C 0.019 13:52 
SIMULATOR VAPOR 33.7°C 0.019 1 3 : 5 3 
BLANK TEST 0.000 13:54 

A v e r a g e 
S t d Dev 

0 .019 
0.000 

CPS ;\i\W 

0. 10 
0. 08 
0. 06 
0. 04 
0 02 
0 00 

( 
0 10 
0 08 
0 06 
0 04 
0 02 
0 00 

0 10 
0 08 
0 06 
0 04 
0 02 
0 00 

0. .10 
0. 08 
0. ,06 
0. ,04 
0. .02 
0. .00 

0. 10 
0. , 08 
0. .06 
0. , 04 
0. .02 
0. , 00 

0. ,10 
0. , 08 
0. .06 
0. .04 
0. .02 
0. . 00 

0 10 
0 08 
0 06 
0 04 
0 02 
0 00 

0 10 
0 08 
0 06 
0 04 
0 02 
0 00 

0 10 
0 08 
0 06 
0 04 
0 02 
0 00 

0 10 
0 08 
0 06 
0 04 
0 02 
0 00 

10 15 20 25 

10 15 20 25 

10 15 20 £5 

30 

40. 0 
32.0 
24 . 0 
16.0 
8.0 
0.0 

40.0 
32.0 
24 . 0 
16.0 
8.0 
0.0 

30 

30 

/— 0 5 10 15 20 25 30 

0 5 10 15 20 25 30 

0 5 10 15 20 25 30 
40. 
32. 
24. 
16. 

. : 

.0 

.0 

.0 
0 
0 

.0 

.0 

.0 

.0 
0 
0 

.0 

. 0 

. 0 

.0 
0 
0 

. 

. 0 

.0 

. 3 
0 
0 

0 
0 
0 
0 

0 5 10 15 20 25 30 
40. 
32. 
24. 
16. 

5 10 15 20 25 30 
40. 
32. 
24 . 
16, 

0 5 10 15 20 25 30 
; 

32 
2 4 
1 '• 

. 

. c 

. 0 

. 0 

.0 

.0 

. 0 
0 
0 

10 15 20 25 30 

DMT Serial Number #100169 Page 1 of 1 08/11/2011 1:55 PM 



ACCURACY & PRECISION REPORT 
STATE OF VERMONT 

D a t a M a t e r DMT: 1 0 0 1 6 9 

D a t e : 0 8 / 1 1 / 2 0 1 1 
T i m e : 1 3 : 5 7 : 4 3 

SUPERVISOR NAME: 
STEVEN R M E R R I L L 

SOLUTION LOT #: 1 2 - 0 2 - 0 8 0 
S OLUTION CONCENTRATION: 0.080 

BLANK TEST 0. .000 13: :58 
C A L I B R A T I O N CHECK PASSED 13: :58 
SIMULATOR VAPOR 33 .7°C 0. .079 13 : :59 
SIMULATOR VAPOR 33 .7°C 0. .079 14: : 00 
SIMULATOR VAPOR 33 .7°C 0. .079 14: :01 
SIMULATOR VAPOR 33 .7°C 0. .079 14: :02 
SIMULATOR VAPOR 33 .7°C 0. . 079 14 : :03 
SIMULATOR VAPOR 33 .7°C 0. .079 14: :04 
SIMULATOR VAPOR 33 .7°C 0. .080 14: :05 
SIMULATOR VAPOR 33 .7°C 0 . .079 14: : 06 
SIMULATOR VAPOR 33 .7°C 0, .079 14 : : 07 
SIMULATOR VAPOR 33 .7°C 0 .080 14; ; 09 
BLANK TEST 0. .000 14: : 09 

A v e r a g e = 0.079 
S t d D e v = 0.000 
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ACCURACY & PRECISION REPORT 
STATE OF VERMONT 

DataMater DMT: 100169 

Date: 08/11/2011 
Time: 14:18:29 

SUPERVISOR NAME: 
STEVEN R MERRILL 

SOLUTION LOT #: 12-03-160 
SOLUTION CONCENTRATION: 0.161 

BLANK TEST 0. .000 14: : 19 
CALIBRATION CHECK PASSED 14: : 19 
SIMULATOR VAPOR 33 .7°C 0. .159 14: :20 
SIMULATOR VAPOR 33 .7°C 0. .160 14: : 21 
SIMULATOR VAPOR 33 .8°C 0 . .161 14: :22 
SIMULATOR VAPOR 33 .8°C 0. .162 14: :23 
SIMULATOR VAPOR 33 .8°C 0. .161 14: :24 
SIMULATOR VAPOR 33 .8°C 0. .162 14: :25 
SIMULATOR VAPOR 33 .8°C 0, .161 14: :26 
SIMULATOR VAPOR 33 .7°C 0. .161 14: :28 
SIMULATOR VAPOR 33 .8°C 0. .162 14 :29 
SIMULATOR VAPOR 33 .8°C 0. .161 14: :30 
BLANK TEST 0, .000 14: :31 

Average = 0.161 
Std Dev = 0.000 
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ACCURACY & PRECISION REPORT 
STATE OF VERMONT 

D a t a M a t e r DMT: 1 0 0 1 6 9 

D a t e : 0 8 / 1 1 / 2 0 1 1 
T i m e : 1 4 : 5 1 : 4 9 

SUPERVISOR NAME: 
STEVEN R M E R R I L L 

SOLUTION LOT #: 1 1 - 3 4 - 4 0 0 
SOLUTION CONCENTRATION: 0.400 

BLANK TEST 0 .000 14: :52 
C A L I B R A T I O N CHECK PASSED 14: :52 
SIMULATOR VAPOR 33 . ,7°C 0 .402 14: :53 
SIMULATOR VAPOR 33 . ,7°C 0 .403 14: :54 
SIMULATOR VAPOR 33. .7°C 0 .402 14: :55 
SIMULATOR VAPOR 33. ,7°C 0 .403 14: :57 
SIMULATOR VAPOR 33. ,7°C 0 .403 14: :58 
SIMULATOR VAPOR 33. ,7°C 0 .403 14: :59 
SIMULATOR VAPOR 33. ,8°C 0 .403 15: : 00 
SIMULATOR VAPOR 33. ;8°c 0 .402 15: : 01 
SIMULATOR VAPOR 33. .8°C 0 .402 15: : 03 
SIMULATOR VAPOR 33. ,7°C 0 .403 15: :04 
BLANK TEST 0 .000 15: :05 

A v e r a g e = 0.402 
S t d Dev = 0.000 

uJ lA . 

c 5 0 
0 40 
0 30 

0 20 

0 10 
0 00 

0 50 
0 40 
0 30 

0 20 
0 10 
0 00 

0 50 
0 40 
0 30 

0 2 0 

0 10 
0 00 

0 50 
0 40 
0 30 

0 20 

0 10 
0 00 

0 50 
0 40 

0 30 

0 20 

0 10 
0 00 

0 50 
0 40 
0 30 

0 20 

0 10 
0 00 

10 15 20 25 30 35 40 

0 
50 
40 
30 
20 
10 
00 

0 
50 
40 
30 
20 
10 
00 

0 
50 
40 
30 
2 0 
10 
oolz 

0 
0, .50 
0. .40 
0. .30 

0. ,20 
0. .10 
0. .00 

10 15 20 25 

10 15 20 25 

3 0 15 2 0 25 

2 3 15 2 0 25 

10 15 20 25 

3; 13 2 0 2 5 

11 15 20 25 

10 15 20 25 

I . 
3 3 
14 
1 6 

45 

30 

3 0 

30 

3 0 

r 
1 

\ 
30 

30 

30 

4C 
32 
24 
" 6 
: . 
: . 

4 0. 
3 3 . 
24 . 
16 

.0 

. 0 

.0 
u 
C 
.0 

. : 

. : 

c 
o 

. c 

.0 

. 0 

.0 
0 
c 
.0 
.0 
.0 
. 0 

0 
0 

. : 

. : 
. o 

.0 

o 
0 

. 0 

.0 

.0 

.0 

0 
0 

.0 

.0 

.0 

.0 

0 
0 

.0 

.0 

. 0 
0 
0 

0 
0 
0 
0 

30 

. : 

. 0 

.0 

. 0 

. : 
0 
0 

10 15 20 25 30 

DMT Serial Number #100169 Page 1 of 1 08/11/2011 3:05 PM 



DIAGNOSTIC RESULT 

DataMaster DMT: 100169 
Location: 
Calibration Date: 08/10/2011 
Certification Date: 08/10/2011 
Installation Date: 
Test Date: 08/12/2011 
Test Time: 07:48:58 

VERSIONS 
DMT: 1.00 
PIC: 2.06 
Modem: 2.1 
Questions: 2.0 
TEMPERATURES 

Sample Chamber = 48.7°C 
Breath Tube = 47.1°C 
D i g i t a l Sim = 0.0°C 

SETTINGS 
Lamp Voltage = 1.85 V 
Cooler Voltage = 1.92 V 
Bias Voltage = 80 V 
Chopper Freq = 528 Hz 

PUMP INFO 
Flow Rate = 5.355 L/M 
DETECTOR INFO 
PUMP ON OFF 
MAX(V) -0.0175 -0.0148 
MIN(V) -0.0197 -0.0165 

FILTER INFO 
F i l t e r 1 -0.016 Zero = true 
F i l t e r 2 0.315 Zero = true 
F i l t e r 3 0.584 Zero = true 

CALIBRATION CHECK 
Xq = 0.095 0.00% 
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A C C U R A C Y & P R E C I S I O N R E P O R T 

STATE OF VERMONT 

D a t a M a t e r DMT: 1 0 0 1 6 9 

D a t e : 0 8 / 1 2 / 2 0 1 1 
T i m e : 0 8 : 2 5 : 3 3 

SUPERVISOR NAME: 
STEVEN R M E R R I L L 

SOLUTION LOT #: 1 1 - 3 8 - 0 2 0 
SOLUTION CONCENTRATION: 0.020 

BLANK TEST 0 .000 08 26 
C A L I B R A T I O N CHECK PASSED 08 26 
SIMULATOR VAPOR 3 3 . 7°C 0 .019 08 26 
SIMULATOR VAPOR 33 . 7°C 0 .019 08 27 
SIMULATOR VAPOR 3 3 . 7°C 0 .018 08 28 
SIMULATOR VAPOR 3 3 . 7°C 0 .018 08 29 
SIMULATOR VAPOR 33 . 7°C 0 .019 08 3 1 
SIMULATOR VAPOR 3 3 . 7°C 0 .018 08 32 
SIMULATOR VAPOR 3 3 . 7°C 0 .019 08 33 
SIMULATOR VAPOR 3 3 . 7°C 0 .019 08 34 
SIMULATOR VAPOR 3 3 . 7°C 0 .019 08 35 
SIMULATOR VAPOR 3 3 . 8°C 0 .018 08 36 
BLANK TEST 0 .000 08 37 

A v e r a g e = 0.018 
S t d D e v = 0.000 
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A C C U R A C Y & P R E C I S I O N R E P O R T 

STATE OF VERMONT 

D a t a M a t e r DMT: 1 0 0 1 6 9 

D a t e : 
T i m e : 

08/12/2011 
08:57:42 

SUPERVISOR NAME: 
STEVEN R M E R R I L L 

SOLUTION LOT #: 1 1 - 3 3 - 0 8 0 
SOLUTION CONCENTRATION: 0.080 

BLANK TEST 0. .000 08 : :58 
C A L I B R A T I O N CHECK PASSED 08: :58 
SIMULATOR VAPOR 33 . 7°C 0. .077 08: :59 
SIMULATOR VAPOR 33. .7°C 0. .078 09: ; 00 
SIMULATOR VAPOR 33 . . 7°C 0. .078 09: :01 
SIMULATOR VAPOR 33. ,7°C 0. . 079 09: : 02 
SIMULATOR VAPOR 33. ,7°C 0. . 078 09: : 03 
SIMULATOR VAPOR 33. ,7°C 0. .078 09: :04 
SIMULATOR VAPOR 33. ,7°C 0. .079 09: ;05 
SIMULATOR VAPOR 33 .7°C 0. .078 09: :06 
SIMULATOR VAPOR 33. ,7°C 0. .078 09: : 07 
SIMULATOR VAPOR 33. ,7°C 0. .078 09: .08 
BLANK TEST 0. .000 09: : 09 

A v e r a g e = 0.078 
S t d Dev = 0.000 
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ACCURACY & PRECISION REPORT 
STATE OF VERMONT 

D a t a M a t e r DMT: 1 0 0 1 6 9 

D a t e : 0 8 / 1 2 / 2 0 1 1 
T i m e : 1 0 : 4 7 : 3 5 

SUPERVISOR NAME: 
STEVEN R M E R R I L L 

SOLUTION.LOT #: 1 2 - 0 3 - 1 6 0 
SOLUTION CONCENTRATION: 0.161 

BLANK TEST 
C A L I B R A T I O N CHECK 
SIMULATOR VAPOR 33.8°C 
SIMULATOR VAPOR 33.7°C 
SIMULATOR VAPOR 33.7°C 
SIMULATOR VAPOR 33.7°C 
SIMULATOR VAPOR 33.7°C 
SIMULATOR VAPOR 33.7°C 
SIMULATOR VAPOR 33.8°C 
SIMULATOR VAPOR 33.7°C 
SIMULATOR VAPOR 33.8°C 
SIMULATOR VAPOR 33.7°C 
BLANK TEST 

A v e r a g e = 0.160 
S t d Dev = 0.000 
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ACCURACY & PRECISION REPORT 
STATE OF VERMONT 

D a t a M a t e r DMT: 10 0169 

D a t e : 0 8 / 1 2 / 2 0 1 1 
T i m e : 1 1 : 0 3 : 5 7 

SUPERVISOR NAME: 
STEVEN R M E R R I L L 

SOLUTION LOT #: .11-34-400 
SOLUTION CONCENTRATION: 0.400 

BLANK TEST 0 .000 1 1 : 04 
C A L I B R A T I O N CHECK PASSED 11: 04 
SIMULATOR VAPOR 3 3 . 8°C 0 .399 11: 05 
SIMULATOR VAPOR 3 3 . 7°C 0 .398 11: 06 
SIMULATOR VAPOR 33 . 7°C 0 .398 1 1 : 07 
SIMULATOR VAPOR 33 . 7°C 0 .399 11: 09 
SIMULATOR VAPOR 3 3 . 8°C 0 .398 11: 10 
SIMULATOR VAPOR 3 3 . 7°C c .399 11: 11 
SIMULATOR VAPOR 33 . 8°C 0 .399 11: 12 
SIMULATOR VAPOR 3 3 . 7°C 0 .399 11: :13 
SIMULATOR VAPOR 3 3 . 7°C 0 .399 11: :15 
SIMULATOR VAPOR 3 3 . 7°C 0 .398 11: :16 
BLANK TEST 0 .000 11: 17 

A v e r a g e = 0.398 
S t d D e v = 0.000 
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DIAGNOSTIC RESULT 

DataMaster DMT: 100169 
Location: 
Calibration Date: 08/10/2011 
Certification Date:08/10/2011 
Installation Date: 
Test Date: 08/15/2011 
Test Time: 08:58:39 

VERSIONS 
DMT: 1.00 
PIC: 2.06 
Modem: 2.1 
Questions: 2.0 

TEMPERATURES 

Sample Chamber = 48.7°C 
Breath Tube = 46.3°C 
D i g i t a l Sim = 33.8°c 

SETTINGS 
Lamp Voltage = 1.8 6 V 
Cooler Voltage = 1.92 V 
Bias Voltage = 80 V 
Chopper Freq = 529 Hz 

PUMP INFO 
Flow Rate = 5.356 L/M 
DETECTOR INFO 
PUMP ON OFF 
MAX(V) -0.0331 -0.0311 
MIN(V) -0.0348 -0.0323 

FILTER INFO 
F i l t e r 1 -0.032 Zero = true 
F i l t e r 2 0.301 Zero = true 
' F i l t e r 3 0.579 Zero = true 
CALIBRATION CHECK 
Xq = 0.095 0.28% 
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ACCURACY & PRECISION REPORT 
STATE OF VERMONT 

D a t a M a t e r DMT: 10 0169 

D a t e : 0 8 / 1 5 / 2 0 1 1 
T i m e : 0 9:01:47 

SUPERVISOR NAME: 
STEVEN R M E R R I L L 

SOLUTION LOT #: 1 1 - 3 8 - 0 2 0 
SOLUTION CONCENTRATION: 0.020 

BLANK TEST 0. .000 09: 02 
C A L I B R A T I O N CHECK PASSED 09: : 02 
SIMULATOR VAPOR 3 3 . ,7°C 0. .018 09: 03 
SIMULATOR VAPOR 33. .7°C 0. ,019 09: 04 
SIMULATOR VAPOR 33. .7°C 0 . .019 09: 05 
SIMULATOR VAPOR 33. .8°C 0 . .019 09: : 06 
SIMULATOR VAPOR 33 . ,8°C 0. .019 09: :07 
SIMULATOR VAPOR 33. ,7°C 0. .019 09: :08 
SIMULATOR VAPOR 33. ,7°C 0. .019 09: :09 
SIMULATOR VAPOR 33 . ,8°C 0. .019 09; : 10 
SIMULATOR VAPOR 33 . ,8°C 0. .019 09: :11 
SIMULATOR VAPOR 33. .7°C 0. .019 09; : 12 
BLANK TEST 0, .000 09: :13 

A v e r a g e = 0.018 
S t d Dev = 0.000 
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ACCURACY & PRECISION REPORT 
STATE OF VERMONT 

DataMater DMT: 100169 

Date: 08/15/2011 
Time: 09:42:26 

SUPERVISOR NAME: 
STEVEN R MERRILL 

SOLUTION LOT #: 12-02-080 
SOLUTION CONCENTRATION: 0.080 

BLANK TEST 0 .000 09; :43 
CALIBRATION CHECK PASSED 09; :43 
SIMULATOR VAPOR 33. ,7°C 0 .080 09: :43 
SIMULATOR VAPOR 33, ,6°C 0 .080 09: 44 
SIMULATOR VAPOR 33 ,7°C 0 .080 09: :46 
SIMULATOR VAPOR 33, ,7°C 0 .080 09: :47 
SIMULATOR VAPOR 33, ,7°C 0 .080 09: :48 
SIMULATOR VAPOR 33, ,7°C 0 .080 09: :49 
SIMULATOR VAPOR 33, ,7°C 0 .080 09: 50 
SIMULATOR VAPOR 33, ,6°C 0 .080 09: :51 
SIMULATOR VAPOR 33, ,7°C 0 .080 OS: :52 
SIMULATOR VAPOR 33, ,6°C 0 .080 09: :53 
BLANK TEST 0 .000 09: :54 

Average = 0.080 
Std Dev = 0.000 
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ACCURACY & PRECISION REPORT 
STATE OF VERMONT 

DataMater DMT: 10 0169 
Date: 08/15/2011 
Time: 10:03:55 
SUPERVISOR NAME: 

STEVEN R MERRILL 
SOLUTION LOT #: 12-03-160 
SOLUTION CONCENTRATION: 0.161 
BLANK TEST 0. 000 10: : 04 
CALIBRATION CHECK PASSED 10: :04 
SIMULATOR VAPOR 33. ,7°C 0. 161 10: :05 
SIMULATOR VAPOR 33. ,7°C 0. 161 10: : 06 
SIMULATOR VAPOR 33 . ,7°C 0. 161 10: : 07 
SIMULATOR VAPOR 33 . .7°C 0. 162 10: :08 
SIMULATOR VAPOR 33. 7°C 0. 162 10: : 10 
SIMULATOR VAPOR 33. ,7°C 0. 162 10: : 11 
SIMULATOR VAPOR 33. ,7°C 0. 162 10: : 12 
SIMULATOR VAPOR 33. ,8°C 0. 162 10: : 13 
SIMULATOR VAPOR 33. .7°C 0. 162 10: :14 
SIMULATOR VAPOR 33. .8°C 0. 162 10: :15 
BLANK TEST 0. 000 10: :16 
Average = 0.161 
Std Dev = 0.000 
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A C C U R A C Y & P R E C I S I O N R E P O R T 

STATE OF VERMONT 

D a t a M a t e r DMT: 1 0 0 1 6 9 

D a t e : 0 8 / 1 5 / 2 0 1 1 
T i m e : 1 0 : 2 2 : 4 3 

SUPERVISOR NAME: 
STEVEN R M E R R I L L 

SOLUTION LOT #: 1 1 - 3 4 - 4 0 0 
SOLUTION CONCENTRATION: 0.400 

BLANK TEST 0. .000 10: :23 
C A L I B R A T I O N CHECK PASSED 10: :23 
SIMULATOR VAPOR 33. ,7°C 0. .394 10: : 24 
SIMULATOR VAPOR 33. .7°C 0. .393 10: :25 
SIMULATOR VAPOR 33. .7°C 0. .394 10: :26 
SIMULATOR VAPOR 33. .7°C 0. .395 10 : 27 
SIMULATOR VAPOR 33. .8°C 0. .394 10 : 28 
SIMULATOR VAPOR 33 ,7°C 0. .394 10 : :30 
SIMULATOR VAPOR 33. .7°C 0. .395 10 :31 
SIMULATOR VAPOR 33. .7°C 0. .394 10: :32 
SIMULATOR VAPOR 33. ,7°C 0, .395 10 :33 
SIMULATOR VAPOR 33 . .8°C 0. .394 10: :34 
BLANK TEST 0. .000 10 :35 

A v e r a g e = 0.394 
S t d Dev = 0.000 
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DIAGNOSTIC RESULT 

DataMaster DMT: 100169 
Location: 
Calibration Date: 08/10/2011 
Certification Date:08/10/2011 
Installation Date: 
Test Date: 08/18/2011 
Test Time: 12:19:22 

VERSIONS 
DMT: 1.00 
PIC: 2.06 
Modem: 2.1 
Questions: 2.0 
TEMPERATURES 

Sample Chamber = 48.9°C 
Breath Tube 
D i g i t a l Sim 

= 48.0 C 
= 0.0°C 

SETTINGS 
Lamp Voltage = 1.8 5 V 
Cooler Voltage = 1.92 V 
Bias Voltage = 80 V 
Chopper Freq = 531 Hz 
PUMP INFO 
Flow Rate = 5.343 L/M 

DETECTOR INFO 
PUMP ON 
MAX(V) -0.0498 
MIN(V) -0.0510 

OFF 
-0.0467 
-0.0488 

FILTER INFO 
F i l t e r 1 -0.049 Zero = tru e 
F i l t e r 2 0.284 Zero = true 
F i l t e r 3 0.565 Zero = tru e 

CALIBRATION CHECK 
Xq = 0.096 0.83% 
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A C C U R A C Y & P R E C I S I O N R E P O R T 

STATE OF VERMONT 

D a t a M a t e r DMT: 10 0169 

D a t e : 0 8 / 1 8 / 2 0 1 1 
T i m e : 1 3 : 4 5 : 2 6 

SUPERVISOR NAME: 
STEVEN R M E R R I L L 

SOLUTION LOT #: 1 2 - 0 7 - 0 2 0 
SOLUTION CONCENTRATION: 0.019 

BLANK TEST 0 .000 13: :46 
C A L I B R A T I O N CHECK PASSED 13 : :46 
SIMULATOR VAPOR 3 3 . ,7°C 0 .019 13: :46 
SIMULATOR VAPOR 33. ,8°C 0 .019 13; :47 
SIMULATOR VAPOR 33. ,7°C 0 .019 13: :48 
SIMULATOR VAPOR 33. .7°C 0 .019 13: : 49 
SIMULATOR VAPOR 33. .8°C 0 .019 13 : :50 
SIMULATOR VAPOR 33. .7°C 0 .019 13: :51 
SIMULATOR VAPOR 33. .8°C 0 .019 13: :52 
SIMULATOR VAPOR 33. ,7°C 0 .019 13 : :53 
SIMULATOR VAPOR 33. ,8°C 0 .019 13 : :55 
SIMULATOR VAPOR 33. ,6°C 0 .019 13 : :56 
BLANK TEST 0 .000 13 : :56 

A v e r a g e = 0.019 
S t d Dev = 0.000 
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ACCURACY & PRECISION REPORT 
STATE OF VERMONT 

DataMater DMT: 100169 

Date: 08/18/2011 
Time: 14:07:13 

SUPERVISOR NAME: 
STEVEN R MERRILL 

SOLUTION LOT #: 12-02-080 
SOLUTION CONCENTRATION: 0.080 

BLANK TEST 0. 000 14: 08 
CALIBRATION CHECK PASSED 14: 08 
SIMULATOR VAPOR 33. ,6°C 0. 079 14: :08 
SIMULATOR VAPOR 33. ,6°C 0. 079 14: 09 
SIMULATOR VAPOR 33. ,7°C 0. 080 14: 10 
SIMULATOR VAPOR 33. ,7°C 0. 079 14: 11 
SIMULATOR VAPOR 33. ,7°C 0. 080 14: : 13 
SIMULATOR VAPOR 33. ,7°C 0. 079 14: : 14 
SIMULATOR VAPOR 33. ,6°C 0. 079 14: : 15 
SIMULATOR VAPOR 33. ,6°C 0. 080 14: 16 
SIMULATOR VAPOR 33. . 6°C 0. 080 14: 17 
SIMULATOR VAPOR 33. ,7°C 0. 080 14: :18 
BLANK TEST 0. 000 14: : 19 

Average = 0.079 
Std Dev = 0.000 
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ACCURACY & PRECISION REPORT 
STATE OF VERMONT 

DataMater DMT: 100169 

Date: 08/18/2011 
Time: 14:28:16 

SUPERVISOR NAME: 
STEVEN R MERRILL 

SOLUTION LOT #: 12-03-160 
SOLUTION CONCENTRATION: 0.161 

BLANK TEST 0. .000 14: :29 
CALIBRATION CHECK PASSED 14: :29 
SIMULATOR VAPOR 33. .7°C 0. .161 14: :29 
SIMULATOR VAPOR 33. ,7°C 0. .160 14: :30 
SIMULATOR VAPOR 33 .7°C 0. .161 14 :32 
SIMULATOR VAPOR 33, .7°C 0. .161 14 :33 
SIMULATOR VAPOR 33, .7°C 0. .160 14 :34 
SIMULATOR VAPOR 33, ,6°C 0. .161 14 :35 
SIMULATOR VAPOR 33, .7°C 0. .161 14: :36 
SIMULATOR VAPOR 33 .7°C 0. .161 14; :37 
SIMULATOR VAPOR 33, .6°C 0. .161 14 :38 
SIMULATOR VAPOR 33, .6°C 0. .161 14: :40 ' 
BLANK TEST 0. .000 14: : 40 

Average = 0.160 
Std Dev = 0.000 
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ACCURACY & PRECISION REPORT 
STATE OF VERMONT 

D a t a M a t e r DMT: 1 0 0 1 6 9 

D a t e : 0 8 / 1 8 / 2 0 1 1 
T i m e : 1 4 : 4 6 : 1 2 

SUPERVISOR NAME: 
STEVEN R M E R R I L L 

SOLUTION LOT #: 1 2 - 0 8 - 4 0 0 
SOLUTION CONCENTRATION: 0.401 

BLANK TEST 0 .000 14: :47 
C A L I B R A T I O N CHECK PASSED 14; :47 
SIMULATOR VAPOR 33. ,7°C 0 .405 14: :47 
SIMULATOR VAPOR 33. ,7°C 0 .405 14: :48 
SIMULATOR VAPOR 33. ,7°C 0 .405 14: :50 
SIMULATOR VAPOR 33. ,7°C 0 .405 14: :51 
SIMULATOR VAPOR 33. ,7°C 0 .405 14: :52 
SIMULATOR VAPOR 33. ,8°C 0 .405 14: :53 . 
SIMULATOR VAPOR 33 .8°C 0 .405 14: :55 
SIMULATOR VAPOR 33. .7°C 0 .405 14; :56 
SIMULATOR VAPOR 33 .7°C 0 .405 14; :57 
SIMULATOR VAPOR 33 ,6°C 0 .405 14: :58 
BLANK TEST 0 .000 14: :59 

A v e r a g e = 0.405 
S t d Dev = 0.000 
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